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EZ CALL IP  CT Touch

CT Touch

This guide to getting started contains only the most 
important information. For a complete description of 
all functions refer to the EZ CALL IP user guide, 
EZ.950.8000E.

Membrane buttons

Buttons on the display

Fig. 1: CT Touch
1 – Loudspeaker
2 – Display (touchscreen)
3 – Membrane keyboard
4 – Microphone
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Button Explanation

Call button
 Make a patient call.
 Make an emergency call when 

presence is set.
 Reassurance light on: Call has 

been initiated.

Code blue panel
 Make a configured call.
 Reassurance light on: Call has 

been initiated.

 

Presence button 1/2
 Set or cancel presence.
 Switch CT Touch on or off with 

the presence.
 Cancel calls that were made on 

this CT Touch with the pres-
ence.

 LED on: Presence has been set.

Call LED
The LED indicates new calls, 
faults and messages.

Table 1: Membrane buttons and what they mean 

Button Explanation

Answer
 When a call with speech is indicated: 

Answer a call.
 To end the current voice contact, 

press the button again. Emergency 
calls are stored automatically.

Open menu

Store call
Please note: STORE is a list of stored 
calls

Table 2: Buttons on the display and what they mean 

MENU

STORE
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